Are there differences between comparison methods used to evaluate the accuracy and reliability of digital models?
INTRODUCTION
Plaster models have been an essential part of patient records for orthodontic treatment. They are a valuable tool for diagnosis and treatment, and can also provide a dynamic copy of the actual treatment progress of orthodontic cases. It is widely used but often associated with some problems such as storage, breakage and loss. 1, 2 The procedure of scanning the plaster models to create digital models, or directly scanning the teeth, gingiva and palate, is becoming a routine in clinical orthodontics. In 2014, 35% of graduate programs in Orthodontics in the United States and Canada used digital study models for most of the treated cases. 3 The manufacturing of dental models to be used for CAD/CAM systems in Prosthetic Dentistry has been used for some decades. 4 Digital models can be fabricated with the indirect method of laser scanning of plaster models 1, [5] [6] [7] [8] [9] [10] [11] [12] [13] [14] [15] [16] [17] [18] and by scanning alginate and PVS impressions with laser scanners or with CT scanners. 2 The direct method of intraoral scanning has been successfully introduced. 12, 19 Finally, the dentition can be evaluated and measured on the patient's cone beam computed tomography (CBCT) image. 2, 5, 14 Several studies evaluated the accuracy and reliability of measurements of digital models made by plaster models scan. Many of these studies found statistically significant differences between the plaster model and digital model, but these differences were considered to be clinically not relevant. 1, [5] [6] [7] [8] [9] [10] [11] [12] [13] [14] [15] [16] [17] Some studies found statistically significant differences and concluded that the measurements on the digital models were significantly larger, 6, 7, 9, 10, 12 while others found significant lower values for the measurements on digital models. 1, 8, 11 According to this literature survey, it may be concluded that there is no agreement on the accuracy of digital model dimensions made in plaster models scans.
Digital models present several advantages compared to plaster models, such as ease of data storage and data transmission. A major advantage of digital models is the original article Camardella LT, Breuning H, Vilella OV ability to superimpose digital models for comparison, which cannot be done with plaster models, because of their physical nature. 20 As there are several types of plaster model scanners available, studies that evaluate the accuracy and reliability of digital models produced by a specific scanner are required. There are two different methods to compare the accuracy of digital models: measurements of distances between teeth; and superimposition of the digital model on stable structures of the models. The aim of our study is to evaluate if these two methods of comparison present similar results and can be used to test the accuracy of digital models in a complementary way.
MATERIALS AND METHODS
A pilot study with plaster models of 15 individuals was used to determine the sample size for this study. The formula described by Pandis, 21 assuming a 80% power test and α = 0.05 was used to detect a difference of 0.7 mm between the models whit a standard deviation of 1.0 mm. This sample size calculation revealed the need for a sample of at least 29 plaster models. Ethical approval for the study was received before the start of the study (reference number: 221.664, 01/02/2013).
Impressions from a sample of students at the Orthodontic Department of Universidade Federal Fluminense were made. Inclusion criteria for the selected patients were: fully erupted permanent dentition (including all upper and lower first permanent molars). Dentitions showing dental anomalies in size and shape, presence of severe gingival recessions, dental crown abrasions, attritions and erosions or with fixed orthodontic retention, were excluded. The final sample consisted of impressions of 30 volunteers. The age of the volunteers at the time of impression taking was between 21 and 39 years, with an mean of 27 years and 9 months.
Alginate impressions of the upper and lower arches were made (Hydrogum, Zhermack ® , Badia Polesine, Rovigo, Italy), following the manufacturer's guidelines. The bite registration was made with a # 7 dental wax (Clássico Sixty two parameters with clinical relevance for orthodontics were defined (Table 1) . Three trained and calibrated examiners performed the measurements on the dental models. For measurements on plaster Are there differences between comparison methods used to evaluate the accuracy and reliability of digital models? original article models, it was used a caliper with accuracy of 0.01 millimeter (Starrett ® , Itu, São Paulo, Brazil) (Fig 1) . The measurements on digital models were made with the Ortho Analyzer software (Fig 2) . In order to evaluate the accuracy and reliability of the measurements performed by the three examiners, they measured all the parameters on five pairs of models randomly selected from the sample and measured this subsample again after 15 days. After this calibration process, the examiners started measuring all the models.
The digital models of both scanners were also compared using the superimposition method on Geomagic Qualify software. The dentition of the two models was aligned using the best-fit surface alignment tool of the software. After alignment, the model edges were trimmed with digital cutting tool, to create coincident borders between the models. Geomagic Qualify software then calculated the maximum and mean distances (positive and negative differences) as well as the standard deviation between the "capturing points" of the two digital models. These values are visually displayed with a "color map" which shows the distances between the models in different colors. The distance limit used for preparation of this color map was 0.25 mm (Fig 3) . Table 3 -Paired t tests mean differences between examiners on plaster models vs. digital 3Shape models (mm). 
STATISTICAL ANALYSIS
Statistical analysis of the measurements was performed using the SPSS program, version 20.0 (IBM ® , Armonk, NY, USA). The intraclass correlation coefficient (ICC) was used to evaluate the intra and inter-examiner reliability of measurements for each model type. Paired t test was used to evaluate the intra-examiners accuracy and to compare the difference in distances measured on plaster models and digital models. Descriptive statistical analysis was used to show the results of the superimposition of the digital models. P-values < 0.05 were considered to be significant.
RESULTS
The intra-examiners accuracy showed non-significant differences between the two sets of measurements. For plaster models, examiners one and three presented mean differences (for all parameters) of 0.013 mm, and examiner two, a mean difference of 0.012 mm. For digital models scanned with the R700 scanner (3Shape models), mean difference of 0.035 mm in measurement error for all parameters was found for examiner one, 0.184 mm for examiner two and 0.057 mm for examiner three. The mean Are there differences between comparison methods used to evaluate the accuracy and reliability of digital models? original article Table 5 -Paired t tests mean differences between examiners on 3Shape models vs. Xcad models (mm). The analysis of the reliability of the measurements performed by the three examiners revealed a high ICC for the measurements on the plaster model, as well as on the digital models. The lowest ICC among examiners in plaster models was 0.775. For 3Shape models, the lowest ICC was 0.521, and for Xcad models the lowest ICC was 0.726. Of the 62 measurements on plaster models, the ICC of 55 measurements was larger than 0.850, while the ICC for 50 of the 62 measurements in 3Shape models and the ICC of 48 of the measurements on the Xcad models, was larger than 0.850 (Table 2) .
Paired t test was used to compare the measurements performed by each examiner on plaster model and on the two types of digital models. Clinically relevant differences original article Camardella LT, Breuning H, Vilella OV between the plaster and digital models were found in some of the measurements (Tables 3 and 4 ). Paired t test showed less clinically relevant differences on the measured values between the two digital models (Table 5) .
The superimposition of the digital models was used to evaluate the mean distances and the standard deviations between the models. The outcome of the descriptive statistical analysis of the differences between the superimposition of the two digital models is shown in Table 6 .
DISCUSSION
This study evaluated the accuracy and reliability of measurements on two digital models made with two different plaster model scanners, compared to measurements on plaster models. The differences between digital models created by the two different scanners were also evaluated by models superimposition. It can be concluded that measurements on plaster models or digital models are associated with some degree of inaccuracy. Accuracy is presented as the difference in measurements of an object (a "gold standard") with known dimensions, but it should be noticed that since these plaster models are a copy of the real dentition, they could present some inaccuracy. The reliability of the scanned plaster model depends on the repeatability and reproducibility of the measurements used. 15, 22 As reported in other studies, 1, 7, 8 the location of the selected reference points for measurements may vary among the examiners, regardless of the method used. This problem of measurement point identification directly affects the reliability of the measurements. To compare the reliability of the measurements among the examiners, the ICC was used. In this study, the reliability of the measurements was considered excellent for plaster models (mean r = 0.919), for 3Shape models (mean r = 0.900) and for Xcad models (mean r = 0.906) ( Table 2) . These results show that, due to the training and calibration of examiners before the start of this research, specified distances could be accurately measured with both calipers and digital measuring software, on respectively plaster models and digital models. For the orthodontic measurements used in this study, statistically significant differences are not very important; only clinically relevant differences in measurements do really matter. In this study, it was decided to use the same values for clinically relevant differences (cut-offs) as reported in the literature. 12, 13, 23 Mean differences in measurements for the overjet, overbite, tooth size and tooth height greater than 0.3 mm, and for transverse and sagittal distances greater than 0.4 mm were considered to be clinically relevant. Although according to the paired t test results, the difference between several measurements was statistically significant, the difference between most of the parameters was not considered clinically relevant (Tables 3, 4 and 5).
The differences on measurements of 8 of the 62 measures were considered clinically relevant for the 3Shape models. For the Xcad models, 19 of the 62 measures were considered clinically relevant. This outcome suggests that the digital models made with the 3Shape scanner could be more accurate. The highest mean difference in measurements was 0.92 mm on the 3Shape models and 0.77 mm on the Xcad models, excluding the sum of dental diameters parameters. These data demonstrate a relatively high accuracy and reliability of the dimensions for both digital models. These findings are in concordance with other studies. [6] [7] [8] [9] [10] [11] [12] [16] [17] [18] Examiners one and three found in general, higher values for measurements on digital models, compared to the same measurements on plaster models (Tables 3 and 4) , which is in accordance with the results of some studies. 9, 12 On the other hand, examiner two found lower values in the measurements on digital models, compared to measurements on plaster models (Tables 3 and 4 ). This outcome is in concordance with the measurement differences published by Watanabe-Kanno et al.
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When measurements on 3Shape models and Xcad models were compared, the differences between these models were lower than the differences between the measurements on plaster model and digital models (Table 5). Differences on only 3 out of 62 distances measured were considered clinically relevant. The highest difference in the mean distance was 0.48 mm for the right sagittal relationship parameter measured with Ortho Analyzer software for examiner one. A possible explanation for this result is that the same method was used to compare the digital models (Ortho Analyzer software), which suggests that different measuring methods can affect the measurement accuracy.
Are there differences between comparison methods used to evaluate the accuracy and reliability of digital models? original article For the measurements of overbite on plaster models and digital models, relatively large differences were found. Mean differences for the overbite measurement on the 3Shape models presented clinically relevant differences for two examiners. For one examiner the overbite measurements presented clinically relevant different on the Xcad models (0.52 mm). The largest difference in overbite measurements found in this study was 0.56 mm (Tables 3 and 4) . These findings are similar to the results published by Santoro et al 18 and Bootvong et al. 16 These results could show that the overbite measurement between the models is actually different, but it can also be possible that a difference in measurement method leads to different values of the overbite. On the other hand, the differences in overbite measurements between the two digital models were not clinically relevant (Table 5 ). For calipers both the angle and the thickness of the tip of the calipers may have contributed to some inaccuracies in the overbite measurement on plaster models. 18 For digital models, it is possible to magnify and section the image (clipping of the model).
This feature combined with the small reference cursor used for measurement on digital models, facilitates accuracy in measurement point identification compared to the measurement procedure with calipers on plaster models (Fig 4) . Regarding the sagittal interarch relationship, two measurements for 3Shape models and two measurements for Xcad models showed clinically relevant differences, as compared to the measurements on plaster models. The largest difference in sagittal relationship was found in the 3Shape models measured by examiner two (Tables 3 and 4 ). The differences in the sagittal interarch relationship measurements between the 3Shape model and Xcad model were small (Table 5 ). These results indicate that for the studied digital models, a clinically acceptable interarch accuracy and reliability can be expected, compared to the sagittal relationship found for the plaster models.
The measuring method using calipers on plaster models and software on digital models was also validated. However, it is important to mention that mistakes can happen during this measuring technique due to the original article Camardella LT, Breuning H, Vilella OV subjective interpretation in locating the reference points. It is important to differentiate between statistically different measurements and clinically relevant differences, is order to evaluate if differences in the measurements found on plaster or digital models can really affect the orthodontic diagnosis and treatment planning. It also indicates if the appliances created with computer-aided design/computer-aided manufacturing (CAD/CAM) over the digital dental models will be sufficiently accurate to be used for orthodontic treatment.
The alternative comparison method of models superimposition can be effectively used for digital models 20, 24 and this method can also be used to visualize and quantify tooth movement during orthodontic treatment. 25 There are several software which can be used for this superimposition method. In this study, it was used the Geomagic Qualify software. This superimposition method showed that the differences between the surfaces of the two digital models were insignificant (Table 6 ). Blue and red surfaces on the color maps indicate areas with difference bigger than 0.25 mm between the superimposed models. Differences over 0.25 mm were mainly localized on less relevant locations, such as interdental spaces, surface areas that were not smoothed with the software in Xcad models and on the base of the model.
Compared to the distance measurement technique, the superimposition technique as used in this study, is an accurate and reliable method. This superimposition method is easy and fast and misinterpretations caused by measurements of different examiners can be avoided as the superimposition method and analysis are made by computer software. Continued research to test the accuracy and reliability of digital models made by indirect methods such as scanning dental models, impressions and direct methods using intraoral scanners and 3D radiographs, is needed as the use of these digital models for diagnosis, treatment planning, restoration and custom appliance fabrication in Dentistry will increase.
CONCLUSIONS
Digital models from scanned plaster models using the R700 or Xcad scanners were considered clinically accurate according to the two methods of comparison used. Both measurement and superimposition methods to compare the digital models can be efficiently used to evaluate the accuracy and reliability of digital dental models.
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